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Standards  for  Checking  Opacity  Meters. 
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Tlie  National  Bureau  /of  Standards'  has  .investigat'ed  sources  of 

error  in  the  measurement  .of1 1 opacity ; . a report  of  the  prelirainary 

results  appeared  in  the  lEarbli  issue  of  the  Bureau  of'  Standards 
Journal  of  Research  as  Research  Paper,  RP660,  Sources  of  Error 
in  Measuring  Opacity  of'  'Paper  by  the  Contrast-Ratio . Method  (sep- 
arate copies  obtainable  from  the  Superintendent  oh  Documents, 
G-overhment  Printing  Off. i ce , Washington,  D.C*  , for  five  cents  cash) 
It  has  also  been  found,  that  opacity  by  the  official , TAPPI  method 
differs  appreciably  (for  some  papers. by  as  much  as.-  0.04  or  4 %) 
from  true  contrast  ratio  defined  in"  bureau  of  Standards  Circular 
No.  63  (also  obtainable  from  the  Superintendent  of  Documents,  for 
five  cents,  cash).  • 

To  provide  a means  of  checking  the  adjustment  of  opacity".' 
meters-  of  the.  type  described  in  Circular  No.  63,  to  discover 
whether  they  are  reading  .according  to  the  TAPPI  definition,  opac- 
ity standards  of  opal  glass  have  been  developed.  These  standards 
are  5 x 20  cm  rectangles,  1.5  mm  thick;  they  have  been  found  to 
be  permanent,  and  cleanable.  The  opacities  of  the.  standards  have 
been  determined  according  to  the  official  TAPP.!.  method;  they  fall 
between  0*80  . and  0.90.  If . any  opacity  meter  fails  to  yield  the 
given  value  of : opacity,  then  it  is  not  reading  correctly  and  re- 
quires adjustment  or  calibration. 

A standard  may  be  purchased  for  ',,15.00;  or,  it  may  be  bor- 
rowed for  one  week, free,  of . charge.. . 

These  standards  may',  be  used  a o.cor ding,  to  an  approximate,  meth- 
od or  a rigorous  method,  as  follows i 

Approximate  Method. 

First,  see  that  the  metal' s ample  holder  is  adjusted  so  that 
a paper  sample  will  be  .0*5  to  0*7  ram,  further  from  the  white  backin 
than  the  back  plane  of  the  opal -glass ( standard  when  inserted  in 
the  slot  without  the  holder.  The  holder  should'  be  bent  slightly 
if  necessary  to  accomplish . this  adjustment .- 

Second,  measure  the  opacity’ of  the  opal-glass  standard  in-, 
serted  without  the  metal  sample  holder,  and  with  the  fine-ground 
surface  toward  the  photometer.  If  the  value  obtained  agrees. with 
the  true  value,  then  the  instrument!  is  in  ad  justment  for  samples 
of  opacity  near'  that  of  the  standard.  If  the'  value  found  is  too 
high,  move  the  magnesium  carbonate  block  closer  to  the  cover 
glass;  if  it  is  too  low,  'shift  the  carbonate  block  back  from  the 
cover  glass.-  Sometimes  the* carbonate  block*  yi  11  require  scraping 
in  order  to  clean  it,  and.  sometimes  it  will" require  replacement 
because  of  darkening  of  the ‘whole  block  with  age. 


■U ip;  or ous  Me  th  od . . _ 

First*  adjust  the  sample  holder  as  described  in  the  approximate 
method.  4 .h 

Second,  check  the  scale  of.  the  photometer  by  measuring  the 
transmission  of  several  rotating  sector  disks  of  known  angular 
aperture.  The  photometer,  must  be  taken  out  of  the  instrument  and 
mounted  so  that  the  beam  of  light  entering  one  side  of  it  passes 
through  the  rapidly  rotating  sector  disk.  Make-  ten  settings  of 
the  angle,  Qg,  giving  brightness  match.  Then 'place  the  sector  disk 
in  the  other  beam-; and  , make  .ten  settings  of  G0«  The.  angular  aper- 
ture of  the  open  part  of  the  disk  relative  to  the  whole  disk  (360°) 
should  be  given  either  by  (tan  9p)(cot  @;))  of  by  (cot  ©-.  ) (tan  Q?), 
whichever  is  less  than  unity. 

Third,  check  the  uniformity  of  illumination  of  the  sample. 

This  may  be  done  by  inserting  a uniform  paper  sample  backed  by  a 
uniform  sheet  of  tin  foil  or  other  uniform.,  perfectly  opaque  mat- 
erial, and  measuring  its  opacity.  This  should,  of  course,  be 
lOO/o,  but  if  more  light  is  falling  on  the  sample  over  the  white 
backing  than  over  .the  black,  the  instrument  will  give  an  opacity 
less  than  100>j,  and  vice  versa.  . . : i 


Fourth,  check  the  reflecting  power  of  the  black  cavity  by 
measuring  the  opacity  of  the  holder  without  .any  sample  in  it. 

This  should,  of  course,  be  zero,  but  if  the.  black  backing  reflects 
an  ap  preciable  amount  of  light,  the  instrument  will  give  an  opac- 
ity greater  than  zero.  A reflectance  of  one  half  of  one  per  cent 
may  be  tolerated.  : ..  . 

*■ 

Fifth,  measure  the  opacity  of  the  opal-glass  standard  with 
the  fine-ground  surface  toward  the  photometer,  and  make  adjustments 
as  described  under  the  approximate,  method ..  (..Note:  ,If  the  stand- 
ard becomes  soiled  it  should  be  washed  r 1 th  soap  and  water.) 


In  case  the  value  of  opacity  obtained  for  the  standard  differs 
only  ,s lightly  from  the  true  value,  it  may  be  desirable  not  to  alter 
the  adjustment  of  the  instrument.  .'In  that  case  the  instrument 
reading  may  be  corrected  for  a sample  having  a light,  nearly  white 
color.  Let  A Gg  be  the  difference  between  measured  and  true  value 
of  opacity  of  the  standard,  then  the  correction,  A G,  to  be  ap-  - 
plied  to  the  measured  value  for  a paper  sample  is  given  by  AC  = 

K ACg.  The  variation  of  If.  with  measured  value  of  opacity  is  given 
in  the  following  table: 

Measur e d va iue : : Measured  value : 

of  opacity  : AC/  AGg=K  •„  of  opacity  : AC/  AGg=K 
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If  the  instrument  gives  a high  value  on  the  standard,  the  correc- 
tions should  be  subtracted  from  the  measured  values;  but  if  it 
gives  a low  value,  they  should  be  added. 


' 


